Errors in fuel cell oxygen analysers during NEEP.
A fuel cell oxygen analyser was found to underread during the application of negative end-expiratory pressure. Further investigation revealed that air leaks into the analyser head through the plastic housing and causes the analyser to read low. A remedy is suggested.